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Background: Mass spectrometry methods exhibit higher accuracy and lower variability 
than immunoassays at low testosterone concentrations. We developed and validated an 
ultraperformance liquid chromatography-tandem mass spectrometry (UPLC-MS/MS) as-
say for quantifying serum total testosterone.

Methods: We used an ExionLC UPLC (Sciex, Framingham, MA, USA) system and a Sciex 
Triple Quad 6500+ (Sciex) MS/MS system in electrospray ionization and positive ion modes 
with multiple reaction monitoring transitions to evaluate precision, accuracy, linearity, lower 
limit of quantitation (LLOQ), carryover, ion suppression, stability, and reference intervals. 
For method comparison, we measured serum testosterone concentrations using this method 
in 40 subjects whose testosterone concentrations ranged from 0.14 to 55.48 nmol/L as 
determined using the Architect i2000 immunoassay (Abbott Diagnostics, Abbott Park, IL, 
USA) and in an additional 160 sera with testosterone concentrations <1.67 nmol/L.

Results: The intra- and inter-run precision CVs were <2.81%, and the accuracy bias val-
ues were <3.85%, which were all acceptable. The verified linear interval was 0.03–180.84 
nmol/L; the LLOQ was 0.03 nmol/L. No significant carryover and ion suppression were ob-
served. The testosterone in serum was stable at 4°C, at –20°C, and after three freeze-thaw 
cycles. The reference intervals were successfully verified. The correlation was good at tes-
tosterone concentrations of 0.14–55.48 nmol/L; however, the Architect assay showed pos-
itive percent bias at concentrations <1.67 nmol/L.

Conclusions: The UPLC-MS/MS assay shows acceptable performance, with a lower LLOQ 
than the immunoassay. This method will enable the quantitation of low testosterone con-
centrations.
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INTRODUCTION

Total testosterone is an important biomarker of various testoster-

one-related endocrine disorders, and a reliable method for mea-

suring total testosterone is essential [1]. Immunoassays are avail-

able for measuring total testosterone on automated immuno-

chemistry platforms. However, they show significant interfer-

ences with positive bias at low concentrations, which are com-

monly observed in testosterone-deficient men, women, and 

children. Moreover, there is a poor agreement among the differ-

ent immunoassays. Mass spectrometry (MS) methods exhibit 

higher accuracy and lower variability than immunoassays, espe-
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cially at low analyte concentrations. The very low concentrations 

of total testosterone in certain populations necessitate the use of 

MS-based methods. Accurate measurements in patients with 

low testosterone concentrations have led to position and consen-

sus statements from the Endocrine Society, along with efforts and 

guidelines to evaluate and improve testosterone testing [2-5].

 A previous study evaluated selective performance character-

istics of the following five automated immunoassays for total tes-

tosterone: the Architect 2nd Generation Testosterone assay on 

the Architect i2000sr system (Abbott Diagnostics, Abbott Park, 

IL, USA), the Testosterone (TSTO) assay on the ADVIA Centaur 

system (Siemens, Malvern, PA, USA), the Testosterone assay on 

the Beckman Coulter UniCel DxI 800 system (Beckman Coulter, 

Brea, CA, USA), the Testosterone II assay on the Roche Modu-

lar E170 system (Roche Diagnostics, Indianapolis, IN, USA), 

and the Total Testosterone assay on the Immulite 2000 XPi sys-

tem (SiemensTheSiemens) [6]. According to it, some methods 

showed acceptable performances by improving upon existing 

testosterone assays, but, for the concentrations less than 1.9 

nmol/L (1.9×0.2884≒0.55 ng/mL), which is the upper refer-

ence limit for women by its LC-MS/MS, all methods had positive 

biases, ranging from 14.2 to 63.8%. 

 In order to improve consistency of different methods, Centers 

for Disease Control and Prevention (CDC) established the Hor-

mone Standardization program (HoSt) for testosterone assays. 

Standardization of total testosterone measurements in serum 

would be established through method comparison and bias es-

timation between the CDC reference laboratory and the testing 

laboratory [7]. 

 The CDC HoSt program consists of two phases. In phase 1, 

40 samples are sent to the participant laboratory, with total tes-

tosterone concentrations assigned. The participating laboratory 

can use these 40 samples to perform a bias assessment and 

adjust its calibration as needed prior to the start of phase 2. In 

phase 2, the laboratory will receive 4 sets of 10 samples with 

unknown concentrations over the course of 12 months. The ac-

ceptable overall mean bias criterion of ±6.4%, based on biolog-

ical variability data, will be used to issue certification. Twenty as-

says are certified by the CDC HoSt program (updated on De-

cember 2021). Among these, 16 are LC-MS/MS assays and 

four are chemiluminescence immunoassays (CLIAs) from Sie-

mens [8]. This data indirectly indicates that standardization of 

serum testosterone measurement is to some extent achieved 

among LC-MS/MS methods, but not achieved among immuno-

assays, yet.

 We developed and validated an ultra-performance LC-MS/MS 

(UPLC-MS/MS) assay for quantifying low total testosterone con-

centrations. We compared the results with immunoassay mea-

surement results. Finally, we participated in the an Accuracy-

Based Survey (ABS) of the College of American Pathologists (CAP, 

Northfield, IL, USA) and the CDC HoSt program to demonstrate 

the accuracy of our LC-MS/MS method.

MATERIALS AND METHODS

This method was developed and evaluated in the Special Chem-

istry Department of GCLabs (Yongin-Si, Gyeonggio-do, Korea) 

from November, 2020 to August 2021. Experiments involving 

human subjects were performed according to the Declaration of 

Helsinki (2019) and approved by the Institutional Review Board 

(IRB) of GCLabs (IRB No. GCL-2021-1050-01). 

Reagents and chemicals
HPLC-grade methanol and water (Tedia, Fairfield, OH, USA), 

HPLC-grade acetonitrile (Fisher, Pittsburgh, PA, USA), formic 

acid (Fluka, Muskegon, MI, USA), and tert-butyl methyl ether 

(MTBE) (Acros, Fair Lawn, NJ, USA) were used. Calibrators 

(6Plus1 Multilevel Serum Calibrator Set MassChrom Steroid 

Panel 2) and quality control (QC) materials (MassCheck Steroid 

Panel 2 Serum Control Levels I, II, and III) were purchased from 

Chromsystems (Gräfelfing, Bayern, Germany). Certified refer-

ence material (CRM) testosterone (1 mg/mL [3.47 nmol/L] in 

acetonitrile, m/w 288.42 g/mol) was purchased from Cerilliant 

(Round Rock, TX, USA). The internal standard (IS; testoster-

one-2,3,4-13C3, 0.1 mg/mL [0.35 nmol/L] in methanol, m/w 

291.40 g/mol) was purchased from Sigma-Aldrich (St. Louis, 

MO, USA). The standard reference material (Hormones in Fro-

zen Human Serum, Male Serum and Female Serum, SRM 971a) 

was purchased from the National Institute of Standards and 

Technology (NIST) (Gaithersburg, MD, USA). Isolute SLE+ 400 

μL Supported Liquid Extraction (SLE) plates were purchased 

from Biotage (Uppsala, Uppsala, Sweden).

Calibrator, QC material, and IS preparation
The calibrators were reconstituted by adding 3.0 mL of distilled 

water (DW) to the vials, and calibration curves were constructed 

using seven concentrations of each calibrator (0, 0.05, 0.25, 

0.96, 2.94, 5.78, and 11.50 ng/mL [0, 0.16, 0.86, 3.33, 10.19, 

20.04, and 39.88 nmol/L, respectively]). Three QC samples of 

low, medium, and high concentrations (0.20, 1.46, and 7.92 

ng/mL [0.69, 5.06, and 27.46 nmol/L, respectively]) were pre-

pared by adding 3.0 mL of DW to the vials. NIST SRM 971a ma-
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terials stored at –80°C were thawed and used as internal QC 

materials. The IS at 0.1 mg/mL (0.35 mmol/L) in methanol was 

diluted with acetonitrile to yield a 100-mL working solution with 

a final concentration of 50 ng/mL (173.37 nmol/L).

Sample preparation
Twenty microliters of IS working solution was transferred into 

each well of a 96-well plate. Then, 200 μL of calibrators, con-

trols, NIST materials, and sera from study subjects were added 

into each well. The solution in each well was mixed by pipetting 

up and down 10 times using a 12-channel pipette. A SLE plate 

was placed on a deep-well plate to collect the extraction solvent. 

The mixed samples were loaded onto the SLE plate and drawn 

into the plate by applying vacuum using a vacuum pump. Then, 

800 µL of MTBE solvent was added for extraction under vac-

uum. The solvent was evaporated to dryness and reconstituted 

in 100 μL of 50% methanol by vortexing. Twenty microliters of 

the reconstituted eluate was injected into the LC-MS/MS instru-

ment.

 

LC-MS/MS
The ExionLC UPLC (Sciex, Framingham, MA, CA, USA) system 

equipped with a Kinetex C18 column (3.0×100 mm, 2.6 μm; 

Phenomenex, Torrance, CA, USA) was used for LC. The mobile 

phases were 0.1% formic acid in DW (A) and 0.1% formic acid 

in acetonitrile (B). The following gradients were applied to the 

column: 0 minute, 60% A and 40% B; 0.5 minute, 60% A and 

40% B; 4 minutes, 5% A and 95% B, 4.5 minutes, 5% A and 

95% B; 4.6 minutes, 60% A and 40% B; and 7 minutes, 60% 

A and 40% B. The total run time was 7 minutes; the flow rate 

was 0.30 mL/min.

 We used the Triple Quad 6500+ (Sciex) MS/MS system equip-

ped with an electrospray ionization source operated in positive 

ion mode. Nitrogen gas was used for nebulation, desolvation, 

and collision. The analytes were monitored in the multiple reac-

tion monitoring (MRM) mode. The transitions and other MS/MS 

settings are shown in Table 1. Quantitation was performed based 

on the ratio of the integrated peak area of testosterone to that of 

the IS and was calculated using Analyst Instrument Control and 

Data Processing Software (version 1.7.1 with HotFix1, AB Sciex).

Assay performance analysis
Analytical performance characteristics, including precision, ac-

curacy, linearity, lower limit of quantitation (LLOQ), carryover, 

matrix effects, and stability, were evaluated, and method com-

parisons were conducted in accordance with the US Food and 

Drug Administration Center for Drug Evaluation and Research 

(CDER) Bioanalytical Method Validation Guidance for Industry 

[9], CLSI guidelines [10, 11], a previous study [12], and review 

articles on LC-MS/MS laboratory development and operation 

[13, 14].

 Intra-run precision was assessed using five replicates in a 

single run for five days, and inter-run precision was assessed 

using 20 separate runs over 20 days, with a single run per day 

and five analyte concentrations. These five concentrations in-

cluded three of QC materials and two of NIST SRM 971a Hor-

mones in Frozen Human Serum: 0.32 ng/mL (1.12 nmol/L) with 

an uncertainty limit of ±0.005 ng/mL (0.01 nmol/L) for the Fe-

male Serum and 5.81 ng/mL (20.14 nmol/L) with an uncertainty 

limit of ±0.090 ng/mL (0.31 nmol/L) for the Male Serum. Accu-

racy was assessed using same NIST SRM 971a materials. Ac-

ceptance limits were within ±5.3% CV for precision and within 

±6.4% bias of nominal concentrations for accuracy. Analytical 

performance goals for testosterone measurement on the basis 

of biological variability were set according to the CDC HoSt pro-

gram participant protocol acceptance criteria [8] quoted from 

the study of Yun, et al.’s study [15]. The linearity of the response 

was assessed by mixing a 1/800 dilution of NIST SRM 971a 

Male Serum as the low-concentration material and 50 ng/mL 

(173.37 nmol/L) CRM as the high-concentration material to 

achieve final concentrations of 0.007, 0.02, 0.03, 0.06, 12.54, 

25.03, 37.52, and 50.00 ng/mL (0.02, 0.05, 0.10, 0.20, 43.50, 

86.79, 130.09, and 173.37 nmol/L, respectively). The LLOQ 

was evaluated using NIST SRM 971a Male Serum diluted with 

DW, with <20% CV (eight concentrations×five times). Carryover 

was evaluated according to the following equation, with four se-

Table 1. UPLC-MS/MS settings, including MRM transitions

Analyte Q1 (m/z) Q3 (m/z) DP (V) EP (V) CXP (V) CE (V) CUR (Psi) CAD (Psi) TEM (°C) Dwell time (msec)

Testosterone 1 (quantifier) 289.1   97.1 50 11 5 30 45 9 450 100

Testosterone 2 (qualifier) 289.1 109.1 75 10 10 35 45 9 450 100

Testosterone –2,3,4 -13C3 (IS) 292.2 100.0 75 10 5 30 45 9 450 100

Abbreviations: UPLC-MS/MS, ultraperformance liquid chromatography-tandem mass spectrometry; MRM, multiple reaction monitoring; IS, internal standard; 
DP, declustering potential; EP, exit potential; CXP, collision cell exit potential; CE, collision energy; CUR, curtain gas; CAD, collision gas; TEM, temperature.
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rial measurements of two levels of calibrators (calibrators 1 and 6):

Carryover (%)=[{L1–(L3+L4)/2)}/{(H2+H3)/ 

2–(L3+L4)/2}]×100

Where, L indicates the low concentration, and H the high con-

centration. The acceptance criterion for carryover was ±1.0%.

 Ion suppression was evaluated by the post-column infusion 

method. In brief, a standard testosterone solution with a con-

centration of 200 ng/mL (693.48 nmol/L) was continuously in-

fused directly into the mass detector at a flow rate of 7 μL/min, 

while DW and six extracted participant samples were injected 

into the UPLC column at a flow rate of 0.2 mL/min. If there was 

a significant change in the detection level, ion suppression was 

considered to have occurred at the point at which the change 

was observed.

 To evaluate the stability of testosterone concentrations in se-

rum, 10 serum samples stored at –20°C were exposed to one to 

three repeated freeze-thaw cycles, and testosterone concentra-

tions were measured after each cycle. In addition, 10 serum 

samples were stored at 4°C and –20°C, and testosterone con-

centrations were measured at 3, 7, 14, and 28 days and at 3, 7, 

14, 28, and 60 days, respectively. The acceptance criterion was 

that the accuracy (% nominal) at each level should be ±15%.

Verification of reference intervals (RIs)
After comparing the lower limits of all reference values from Mayo 

Clinic Laboratories, Quest Diagnostics, and ARUP Laboratories 

based on LC-MS/MS and the in-kit reference values of a chemi-

luminescent microparticle immunoassay (CMIA) and electro-

chemiluminescent immunoassay (ECLIA) (Supplemental Data 

Table S1), we transferred the lowest reference value limits among 

them. For verification of the transferred RIs, we measured the 

testosterone concentrations in residual samples from 30 healthy 

men and 30 healthy women aged 20–49 years and 30 healthy 

men and 30 healthy women older than 50 years. The results 

were statistically analyzed and considered appropriate if 27 out 

of 30 (in the 95% confidence interval) measurements were within 

the desired RI according to CLSI guidelines [16].

Method comparison of LC-MS/MS and CMIA
We measured serum testosterone concentrations in 40 random 

subjects having testosterone concentrations of 0.04–16.00 ng/mL 

(0.14–55.48 nmol/L) by LC-MS/MS and CMIA using the Archi-

tect 2nd Generation Testosterone assay on the Architect i2000sr 

system. Additionally, we measured serum testosterone concen-

trations in 160 subjects (40 men, 40 women, 40 boys [<20 years], 

and 40 girls [<20 years]) with unknown clinical histories, hav-

ing testosterone concentrations <0.48 ng/mL (1.67 nmol/L), 

which is the upper reference limit for women <50 years by LC-

MS/MS. 

Statistical analysis
EP Evaluator (Data Innovations, Burlington, VT, USA) was used 

for validation of the selected RIs and for method comparisons 

using Passing–Bablok regression analysis and percent bias plots. 

P-values <0.05 were considered significant.

RESULTS

Representative UPLC-MS/MS chromatograms of serum total 

testosterone are shown in Fig. 1. The inter- and intra-run impre-

cision ranged from 0.48% to 2.81% CV, which is lower than the 

minimal requirement based on biological variation. The percent-

age bias for accuracy ranged from 1.55% to 3.85% and was 

within the acceptable range (Table 2). The linearity range was 

0.008–52.16 ng/mL (0.03–180.84 nmol/L), with R2 =0.9999. 

The LLOQ was 0.008 ng/mL (0.03 nmol/L). The % bias and CV 

(%) calculated at eight concentrations using SRM 971a, Male 

Serum were as follows: measured mean concentrations (ng/mL) 

(% bias, CV (%)); 0.008 ng/mL (0.03 nmol/L) (6.85, 10.73), 0.02 

ng/mL (0.06 nmol/L) (8.97, 11.32), 0.03 ng/mL (0.10 nmol/L) 

(4.83, 8.58), 0.06 ng/mL (0.21 nmol/L) (2.62, 0.92), 12.58 ng/

mL (43.62 nmol/L) (0.30, 1.25), 26.18 ng/mL (90.77 nmol/L) 

(4.60, 1.28), 39.19 ng/mL (135.88 nmol/L) (4.45, 2.52), and 

52.16 ng/mL (180.84 nmol/L) (4.31, 2.38). Although the diluted 

sample does not represent the authentic matrix, the absence of 

ionization suppression supports the determination of the LLOQ. 

There was no carryover effect. No significant ion suppression or 

enhancement was observed at the corresponding retention time 

(Supplemental Data Fig. S1). Testosterone in serum was stable 

over three freeze-thaw cycles, for 28 days at 4°C, and for 60 days 

at –20°C.

 After validation of the selected RIs, we determined them to be 

as follows: for men aged 20–49 years, 2.49–8.36 ng/mL (8.63– 

28.99 nmol/L), for men older than 50 years, 1.93–7.40 ng/mL 

(6.69–25.66 nmol/L), for women of 20–49 years, 0.08–0.48 ng/

mL (0.29–1.67 nmol/L), and for women older than 50 years, 

0.03–0.41 ng/mL (0.10–1.41 nmol/L).

 The results of the method comparison of UPLC-MS/MS and 

the Architect CMIA are shown in Fig. 2 and Supplemental Data 

Table S2. The correlation was good (R=0.989, slope=0.995) in 

40 random subjects having total testosterone concentrations of 

0.04–16.00 ng/mL (0.14–55.48 nmol/L); however, the CMIA 
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Fig. 1. Representative MS/MS chromatograms. (A) Representative MS/MS chromatograms of testosterone in serum samples from study 
subjects (4.25 ng/mL [14.73 nmol/L]). (B) The calculated ion ratio of 97.6% was close to the expected value of 98.0% for the first and sec-
ond MRM transitions, implying adequate identification and specificity of the assay. (C) Representative MS/MS chromatogram of testoster-
one in a 1/800 dilution of NIST SRM 971a, Male Serum (LLOQ: 0.008 ng/mL [0.03 nmol/L]).
Abbreviations: MS/MS, tandem mass spectrometry; MRM, multiple reaction monitoring; LLOQ, lower limit of quantitation; RT, retention time.

A

B
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showed positive percent bias compared with LC-MS/MS in men, 

women, boys, and girls having testosterone concentrations <0.48 

ng/mL (1.67 nmol/L), i.e., 20.36% in all (N=160), 64.46% in 

men, 7.04% in women, 29.99% in boys, and 15.76% in girls.

 Our results of the participation in the external proficiency tests 

of CAP ABS-B and the CDC HoSt program were all acceptable.

DISCUSSION

We developed and validated a UPLC-MS/MS method for quanti-

fying low total testosterone concentrations in serum. All assay 

performance characteristics were satisfactory. Most importantly, 

the LC-MS/MS method had lower LLOQ values and a wider lin-

earity range than conventional immunoassays. The LLOQ of the 

LC-MS/MS method was 0.008 ng/mL (0.03 nmol/L), which is 

three times lower than that of 2nd Generation Testosterone as-

say on the Architect i2000sr system, which is 0.02 ng/mL (0.08 

nmol/L) according to the manufacturer. The linearity range of 

our method was 0.008–52.15 ng/mL (0.03–180.84 nmol/L)—

three times wider than that of the Architect CMIA, which is 0.04 

–18.62 ng/mL (0.13–64.56 nmol/L) according to the manufac-

turer [17]. In fact, one male participant had a testosterone con-

centration of 0.02 ng/mL (0.07 nmol/L) as measured by LC-MS/

MS, which was not detected by the CMIA. Furthermore, the Ar-

chitect CMIA showed positive percent bias compared to our 

method, which is consistent with a previous finding of 19.2% 

positive bias for the Architect CMIA [6].

 In a study by Moal, et al. [18], none of the five immunoassays 

tested demonstrated sufficiently reliable results at testosterone 

concentrations <1.00 ng/mL (3.47 nmol/L), whereas LC-MS/

MS precisely measured low testosterone concentrations. Kush-

nir, et al. [19] developed an LC-MS/MS method for measuring 

testosterone in women and children. The LLOQ of their method 

was 0.04 nmol/L (0.01 ng/mL). The authors suggested that the 

sensitivity and specificity of their method were adequate for the 

analysis of testosterone in samples from women and children. 

The LLOQ of our method is even lower and thus adequate for 

the analysis of testosterone in samples from women and chil-

dren with low testosterone concentrations. Testosterone concen-

trations measured by CLIA on the Immulite 2000 system (Sie-

mens) tended to be higher than those obtained by LC-MS/MS 

[20]. However, two samples with low testosterone concentrations 

among 35 samples were not detected by CLIA but were detected 

by LC-MS/MS. This is in line with our findings.

 In an inter-laboratory comparison study of serum total testos-

terone measurements using LC-MS/MS, the variability of total 

testosterone results among MS assays was substantially lower 

than that reported for immunoassays [21]. Our results of the 

participation in external proficiency tests were all acceptable. In 

the CAP Y-A 2021 Ligand-Special program, results are consid-

ered acceptable when they are within the peer group mean±3 

SD, which is the allowable limit according to the CAP [22]. In 

the CAP ABS-B 2021, 22 of the 66 participating laboratories 

measured testosterone concentrations using MS (44 laborato-

ries used EIA); however, as this was an educational challenge 

program, CAP did not report our grade [23]. Our results were all 

acceptable as evaluated by us, according to a bias goal of 6.4%. 

Accuracy-based proficiency testing can significantly contribute 

to improving testosterone testing by providing reliable data on 

accuracy in patient care to laboratories, assay manufacturers, 

and standardization programs [24]. MS methods in the 22 above-

mentioned laboratories showed accurate median concentrations 

with narrow ranges, whereas the EIAs showed variable median 

concentrations with wider ranges according to the manufactur-

ers [23]. Our results of the participation in the CDC HoSt pro-

gram were also satisfactory. The mean (%) bias was 4.8% in 

Table 2. Assay performance evaluation results, including intra- and inter-run precision and accuracy

Analyte
Target value*  

(ng/mL†)

Precision
Accuracy

Intra-run (N=5) Inter-run (N=20)

Mean (ng/mL) % CV Mean (ng/mL) % CV % Bias

QC 1   0.20† 0.20 0.57 0.20 2.81

QC 2   1.46† 1.45 1.06 1.47 2.15

QC 3   7.92† 7.87 0.62 7.78 1.50

SRM 971a, Female Serum 0.32 0.33 0.48 0.33 1.82 1.55–2.18

SRM 971a, Male Serum 5.81 6.03 0.86 5.96 1.17 2.55 – 3.85

*Target values of QC1, QC2, and QC3 are mean values reported in the Chromsystems insert sheet; acceptable ranges for the QC levels are as follows: 0.14– 
0.26 for QC1, 1.17–1.75 for QC2, and 6.34–9.51 for QC3, according to the insert sheet; †1 ng/mL×3.47≒3.47 nmol/L.
Abbreviation: QC, quality control.
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Fig. 2. Method comparison of UPLC-MS/MS and the Architect CMIA. Passing–Bablok regression scatter plots and percent bias plots. The 
correlation was good (R=0.989, slope 0.995) in 40 random subjects having testosterone concentrations of 0.04–16.00 ng/mL (0.14– 
55.48 nmol/L); however, positive percent bias was observed in the percent bias plot, especially at lower concentrations (A). The Architect 
CMIA exhibited positive percent bias in all groups with testosterone concentrations <0.48 ng/mL in the percent bias plots: 64.46% in 40 
men (B), 7.04% in 40 women (C), 29.99% in 40 boys (D), 15.76% in 40 girls (E), and 20.36% in 160 total subjects (F). (G) Results from 
200 subjects (40 random subjects and 160 subjects having testosterone concentrations <0.48 ng/mL [1.67 nmol/L]).
Abbreviations: CMIA, chemiluminescent microparticle immunoassay; UPLC-MS/MS, ultraperformance liquid chromatography-tandem mass spectrometry. 
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Fig. 2. Continued.
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phase 1 and 3.2% in phase 2 (Q3–4 of 2021), which are all 

within the acceptable overall mean bias of 6.4%. The HoSt cer-

tificate will be issued for one year’s performance after passing 

consecutive additional tests conducted in each quarter.

 In future, LC-MS/MS should not only be applied as a routine 

primary measurement method for low testosterone concentra-

tions but also as a reference measurement method in various 

national projects in which the accuracy of the results is of utmost 

importance. We are currently participating in the Biomarker Panel 

Data Production program supervised by National Biobank of 

Korea, in which serum testosterone concentrations from healthy 

men and women are measured using UPLC-MS/MS.

 We recommend a critical medical decision point for selecting 

the best method to measure low testosterone concentrations 

between immunoassays and the LC-MS/MS method. Below the 

medical decision point, it would be better to measure testoster-

one concentrations using LC-MS/MS than using immunoassays. 

Based on our findings and those of other studies, the medical 

decision points for selecting the best testosterone measurement 

method as well as for showing the positive bias of various immu-

noassays are as follows: 0.48 ng/mL (1.67 nmol/L) (the present 

study), 0.55 ng/mL (1.90 nmol/L) [6], 1.00 ng/mL (3.47 nmol/L) 

[18], and 0.50 ng/mL (1.73 nmol/L) [19]. Thus, serum testos-

terone concentrations of 0.48–1.00 ng/mL (1.67–3.47 nmol/L) 
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can be considered medical decision points to select the best 

measurement method in clinical laboratories. We suggest a limit 

of 0.48 ng/mL (1.67 nmol/L), which is the upper limit of the RI 

for women of 20–49 years of age based on UPLC-MS/MS.

  There are several Korean studies on LC-MS/MS-based mea-

surement of testosterone concentrations [25-27]. Testosterone 

in neonates has been measured using dried blood spot multi-

plexed steroid profiling using LC-MS/MS [25]. Serum testoster-

one has been measured for monitoring chemical castration agents 

[26] and for serum steroid profiling in healthy children and adults 

[27] using LC-MS/MS. However, there are less than three insti-

tutions providing LC-MS/MS clinical services and that too in lim-

ited situations.

 In conclusion, we developed a UPLC-MS/MS method for mea-

suring low total testosterone concentrations and compared it with 

an immunoassay. We demonstrated its adequate performance 

characteristics. Method accuracy was demonstrated by the UPLC-

MS/MS analysis results of SRM materials and by participating in 

several accuracy-based proficiency testing programs. Our method 

has lower LLOQ values and a wider linearity range than conven-

tional immunoassays. It enables precisely measuring low total 

testosterone concentrations, especially in children and women, 

in Korea.
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Supplemental Data Table S1. Reference values for testosterone in several institutes measured based on LC-MS/MS

(A) ARUP

     https://ltd.aruplab.com/Tests/Pub/2004246 and https://ltd.aruplab.com/Tests/Pub/0081058

(B) Mayo Clinic Laboratories

     http://www.mayocliniclabs.com/test-catalog/Clinical+and+Interpretive/8533

(C) Quest Diagnostics

     https://testdirectory.questdiagnostics.com/test/test-detail/15983/testosterone-total-ms?p=r&q=Testosterone,%20Total,%20MS&cc=MASTER

(D) Abbott Architect

(ng/mL) Men Women

21–49 yr 2.40–8.71 0.14–0.53

≥50 yr 2.21–7.16 0.12–0.36

(E) Roche Elecsys

(ng/mL)
Men Women

Median 5th–95th quantile Median 5th–95th quantile

20–49 yr 5.360 2.490–8.360 0.271 0.084–0.481

≥50 yr 4.760 1.930–7.400 0.162 0.029–0.408

Abbreviation: LC-MS/MS, liquid chromatography-tandem mass spectrometry.
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Supplemental Data Table S2. Method comparison of LC-MS/MS and the CMIA at low testosterone concentrations

Group
Age 

mean±SD (yr)
Passing–Bablok regression analysis

r
Slope Intercept

Men (N=40) 74.3±12.7 1.868 (1.429–2.400)*  –0.0189 (–0.0616 to 0.0114) 0.7432

Women (N=40) 34.1±9.6 0.885 (0.721–1.154) 0.0346 (–0.0238 to 0.0764) 0.7868

Boys (N=40) 10.5±1.4 1.856 (1.212–3.000) –0.0444 (–0.1270 to 0.0027) 0.5406

Girls (N=40) 11.6±3.2 0.844 (0.732–1.000) 0.0342 (0.0205–0.0410) 0.9285

*Numbers in parentheses are 95% confidence intervals of Passing–Bablok regression analysis.
Abbreviations: LC-MS/MS, liquid chromatography-tandem mass spectrometry; CMIA, chemiluminescent microparticle immunoassay.
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Supplemental Data Fig. S1. Ion suppression analysis. No significant ion suppression or enhancement at the corresponding retention time 
was observed in tandem mass spectrometry analysis.


